[A device for measuring nonuniformity of the dose field of ionizing radiation].
The authors describe a device for measuring the dose field in the beam section of ionizing radiation. The device consists of an immovable bench mark detector and the two detectors: a movable one and a photodiode placed on a tele- and separately movable carriage. The device affords defining the correspondence of radiation and light fields.